plant type PCC Batch ]

| plant controller |Command Alkon

| ga“bl 6-1-2016 | district 01_| 109 by |G, Thorpe
a

plant owner fFreeman Rock

| plant location |So. Bank Chetco Brookings, OR |

scale accept_able t028000

useable scale capacity 14000

largest noted error, for this scale f1 Grad

scale number applied total jadjustment; adjusted; )
E 1’ step applied | build-up | applied from total lndlca_ted actual | errorin
number ftest weight | weight | weight last step| _weigh weight| error rads | USEABILITY |remarks
material type always zero
%ﬁ 1 4000 0 4000 for 1st step 4000 4000! Acceptable
i 2 4000 4000 8000 0 8000 8000 Acceptable
graduation 3 4000 8000 12000 0 12000 12000 Acceptable
e 4 4000 12000 16000 0 16000 _ 16000
5 4000 16000 20000 0 20000 20000
6 4000 19990 23990 0 23930 23990
7 4000 23990 27990 027990 27980 Weight Limit
4000 28000 32000 0 32000 31970 Scale Bottomed Out
scale acceptable to 6000 | useable scale capacity/1000 |  largest noted error, for this scale2 Grad
scale number | applied| total|adjustment adjusted| ,
step applied | build-up|  applied from total| indicated | actual | errorin
material type number_|test weight| _weightl __weight! _last step| i weight| error rads BILITY | remarks
cement |1 2000 0 2000 fw3SZrel 2000 1990 -1 Acceptable
graduation 2 4000 0 4000 0 4000 3995 - Acceptable
i 3 6000 0 6000 0 6000 6000 0 Acceptable
i
F 5 0 0 0 0 0 20 2 VOID
6000 0 6000 0_ 6000 5995 Acceptable
0 0 0 0 0 | Acceptable Check 0 O.K.
scale acceptable to 5000 | useable scale capacity |10000 ' ; largest noted error, for this scale |
scale number | applied total [adjustment; adjusted| )
:::3] step applied| build-up | applied from total| indicated| actual | error in
number | test weiaht! _weight | weight! _last ste ioht| __weight| _error | grads | useaBILITY | remarks
material type always zero =
f____:w%ater}[ 1 3805 3805 for 1ststep 3805 3753 Metered 450 Gal, Delivered 456 Gal.
graduation QK.
size =
2 3785 3785 3785 3745 Metered 449 Gal. Delivered 454 Gal.
62.55 0K
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Test Notes. -

Plant Certified for State Use

Printer O.K.

Badger Water Meter O.K. Span 0395
Interlocks O.K.




